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Key Points:

e Spectral aerosol optical thickness retrieval algorithm was developed based on the
Langley calibration method.

e Developed empirical stray light correction method considerably improved aerosol optical
thickness retrievals at ultraviolet wavelengths.

e Retrieved spectral aerosol optical thickness provides the key constraints for additional
aerosol properties and trace gas retrievals.
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Abstract

Aerosol optical thickness (7aer) is a fundamental parameter for analyzing aerosol loading and
associated radiative effects. T.er can constrain many inversion algorithms using passive/active
sensor measurements to retrieve other aerosol properties and/or the abundance of trace gases. In
the next wave of spectroradiometric observations from geostationary platforms, we envision that
a strategically distributed network of robust, well-calibrated ground-based spectroradiometers
will comprehensively complement spaceborne measurements in spectral and temporal domains.
Spectral Tar can be accurately obtained from direct-Sun measurements based on the Langley
calibration method, which allows for the analysis of distinct spectral features of the calibration
results. In this study, we present a spectral Taer retrieval algorithm for an in-house developed,
field deployable spectroradiometer instrument covering wavelengths from ultraviolet to near-
infrared (UV-Vis-NIR). The spectral total optical thickness obtained from the Langley
calibration method is partitioned into molecular and particulate components by utilizing a least-
squares method. The resulting high temporal-resolution Taer and Angstrém Exponent can be used
effectively for cloud screening. The new algorithm was applied to months-long measurements
acquired from the rooftop at NASA Goddard Space Flight Center’s Building 33. The retrieved
Taer demonstrated excellent agreement with those from well-calibrated Aerosol Robotic Network
(AERONET) sunphotometers at all overlapping wavelengths (correlation coefficients higher
than 0.98). In addition, empirical stray light corrections considerably improved 7. retrievals at
short wavelengths in the UV. The continuous spectrum of Taer from UV-Vis-NIR
spectroradiometers is expected to provide more informative constraints for retrieval of additional
aerosol properties such as refractive indices, size, and bulk vertical distribution.
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1 Introduction

Monitoring spatial and temporal distributions of atmospheric trace gases and aerosols is
key to understanding their impacts on climate change [/PCC, 2013, and references therein] and
human health [Kampa and Castanas, 2008, and references therein]. Remote sensing and
retrievals using hyperspectral measurements from ground-based networks and low-earth-orbit
(LEO) platforms have provided extensive spatial (both vertically and horizontally) information
on trace gases and aerosols [e.g., Honninger et al., 2004; Wagner et al., 2008, and references
therein]. Previous and ongoing LEO satellite missions including the Global Ozone Monitoring
Experiment (GOME) 1 and 2 [Burrows et al., 1999; Munro et al., 2016], the Scanning Imaging
Absorption spectroMeter for Atmospheric CHartographY (SCIAMACHY) [Bovensmann et al.,
1999], and the Ozone Monitoring Instrument (OMI) [Levelt et al., 2006], have successfully
monitored the global distribution of atmospheric trace gases, aerosols, and clouds using these
techniques. Future hyperspectral sensors under development for geostationary satellites will
provide higher spatial and temporal resolution of measurements, thereby improving trace gas and
aerosol retrievals across North America, Europe and Southeast-East Asia [e.g., Ingmann et al.,
2012; Tsay et al., 2016; Zoogman et al., 2017]. Thus, reliable networked ground-based
measurements are essential to provide independent measurements and ancillary information for
calibrating and validating (or consistency checking) satellite-based products. The National
Aeronautics and Space Administration (NASA) has operated intensive global ground-based
networks including the AErosol RObotic NETwork (AERONET) and the Micro-Pulse Lidar
Network (MPLNET) largely for such purposes [e.g., Holben et al., 1998; Welton et al., 2001].
Complimenting these instruments with ground-based spectroradiometers will further enhance the
monitoring capabilities and increase measurement fidelity of atmospheric trace gases and
aerosols from satellites.

Spectral optical thickness of aerosol (7.er) is the basic quantity of aerosol retrieval
algorithms that is related to the amount and microphysical properties of aerosol particles [e.g.,
Grassl, 1971; King et al., 1978; Torres et al., 2016; Yamamoto and Tanaka, 1969]. Additionally,
direct-Sun T..r measurements also have been used as central constraints for inversion algorithms
of additional aerosol properties (e.g., size distribution, complex refractive indices and bulk
vertical distribution) that use diffuse sky radiance or polarization measurements from the ground-
based instruments [e.g., Dubovik and King, 2000; Xu et al., 2015]. Such detailed information on
aerosol properties helps to identify their sources and understand their radiative effects in the
atmosphere [Dubovik et al., 2002]. Furthermore, incorrect optical properties of aerosols are a
major source of error for several trace gas retrievals, since they affect the light path length of
trace gas absorption [e.g., Chimot et al., 2017; Hong et al., 2017; Torres and Bhartia, 1999].
Particularly, the t.er, vertical distribution and microphysical properties of aerosols were found to
be a significant factor of light path length [e.g., Hong et al., 2017; Leitdo et al., 2010; Lin et al.,
2014; Yang et al., 2014].

Major error sources of ground-based direct-Sun T retrievals include instrument
stability, radiometric calibration (i.e., gain, linearity, and offset), and cloud masking methods
[Holben et al., 1998; Smirnov et al., 2000]. The calibration constant (or gain) of direct-Sun
measurements traditionally stems from the Langley method based on the Beer-Lambert-Bouguer
(B-B-L) law, which provides the top of the atmosphere (TOA) irradiance estimates for zero
optical depth, as a result of a regression between air mass and surface solar irradiance [Langley,
1881]. Although the Langley method is quite simple and straightforward, there are various
implementation options for measured data (e.g., plotting method, other instrument calibration
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methods, selection of Langley events, calculation of relative air mass, gas absorptions, Rayleigh
scattering) [e.g., Holben et al., 1998; Schotland and Lea, 1986; Shaw, 1982, 1983; Slusser et al.,
2000; Thomason et al., 1983; Wilson and Forgan, 1995]. Therefore, development of an objective
Langley calibration method will help to successfully make use of spectral information obtained
from spectroradiometer measurements.

Charge-coupled device (CCD)-based instruments provide radiance measurements with
high spectral resolution and sensitivity, making them useful for both trace gas and aerosol
retrievals. However, since CCDs are sensitive to field conditions, such as temperature, humidity,
etc., it is important to consistently monitor and calibrate the instruments to reduce drift in errors
over time. This study aims to develop a stable and effective field absolute calibration method for
spectroradiometers using direct-Sun measurements. Whereas prior studies typically have
implemented the Langley calibration for a single wavelength or discrete channels independently
[e.g., Holben et al., 1998; Schotland and Lea, 1986; Slusser et al., 2000; Wilson and Forgan,
1995], this study uses the spectral features of Langley calibration results to take advantage of
simultaneous hyperspectral measurements.

2 Instrumentation

Radiance and irradiance are the two fundamental quantities in remote sensing
applications. In conjunction with the broadband radiometer array (for irradiance) [Ji and Tsay,
2010; Ji et al., 2011], multiple copies of an in-house built ultraviolet-visible-near-infrared (UV-
Vis-NIR) spectroradiometer (for radiance) constitute SMART (Spectral Measurements for
Atmospheric Radiative Transfer, cf. https://smartlabs.gsfc.nasa.gov/) network units that facilitate
a surface strategic distribution for remote sensing of atmospheric radiation (e.g., Tsay et al.,
2016). The UV-Vis-NIR spectroradiometer, originally developed by the Pandora network group
at NASA Goddard Space Flight Center, covers a 280 — 820 nm spectral range (with about 1 nm
resolution and ~3.7x oversampling) and utilizes a small commercially available spectrometer
(AvaSpec-ULS2048x64, Avantes, cf. https://www.avantes.com/) with high-stability, high-
sensitivity and low-noise. The spectrometer uses a symmetric Czerny-Turner system with a 2048
x 64 backthinned Hamamatsu CCD [Herman et al., 2015]. The spectral range covers several gas
absorption bands including O», O3, NO2, SO,, HCHO, and H,O (Figure 1a). Most of the major
components (e.g., fore optics, Sun-and-sky tracker, data acquisition) of the UV-Vis-NIR
spectroradiometer are similar or identical to the standard Pandora spectrometer system, which is
used to retrieve total columns of ozone and other trace gases in the atmosphere from direct-Sun
measurements [Herman et al., 2009, 2015; Tzortziou et al., 2012].

The optical head contains two rotating filter wheels. One contains 4 neutral density (ND)
filters (to increase dynamic range by a factor of 10%) and the other includes a U340 filter (to
block stray light from the visible spectrum), a ground-fused silica diffuser (diffuser hereafter, for
trace gas and aerosol retrievals) and an opaque filter (dark current measurements) for spectral
band-pass filtering. Combinations of a variable exposure time (4 — 4000 ms) and ND filters yield
a dynamic range up to 107, which allows for the radiance measurement of both direct-Sun and
diffuse-sky throughout the day. Without clouds in direct-Sun mode, the
spectroradiometer averages about 4000 measurements in 20 seconds. The field of view (FOV)
for direct-Sun observations using a diffuser is about 2.2°. The diffuser broadens the FOV and
helps to evenly distribute light and eliminate bright spots. For sky observations without a
diffuser, the FOV is about 1.6°. A 400-um-diameter core fiber optic cable connects the optical
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head, which is mounted on a Sun-tracker (or sky-scanner), to the spectrometer. The spectrometer
is mounted inside an insulated enclosure with thermoelectric cooling, which reduces
measurement errors due to variations in spectrometer temperature (the temperature was
stabilized between 19.0 - 24.5 “C during day time in this study). An example of measured
spectral mean count rate using the diffuser and U340 filter is shown in Figure 1b, which are
acquired at Mauna Loa Observatory (19.54 °N latitude, 155.58 °W longitude, 3397 m altitude)
on 19 May 2017. Although most of the visible light is screened by U340 filter, there is a leak in
the filter around 720 nm which can cause spectral out-of-band (OOB) stray light errors in the UV
measurements.
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Figure 1. (a) Absorption cross-sections of several atmospheric gases convolved with spectral
response functions within the spectral range of UV-Vis-NIR spectroradiometer. (b) Mean voltage
counts using a diffuser and U340 filter measured at the Mauna Loa Observatory (19.54 °N,
155.58 °W, 3397 m altitude) on 19 May 2017. Note that plots in panels (a) and (b) were scaled to
similar value for qualitative comparison.

In this study, we use data measured on the rooftop of the NASA Goddard Space Flight
Center Building 33 (38.99 °N latitude, 76.84 °W longitude) for 3 months from 20 October 2016
to 19 January 2017. We additionally use AERONET products (version 3.0 and level 2.0) to
compare Taer retrievals from UV-Vis-NIR spectroradiometer during the measurement period.
AERONET is a NASA-funded global network of automatic Sun-tracking and sky-scanning
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spectroradiometers [Holben et al., 1998]. The instrument measures direct-Sun with a 1.2° FOV
at discrete channels from UV to NIR (i.e., 340, 380, 440, 500, 675, 870, 940, 1020, and 1640
nm). The direct-Sun measurements take about 10 seconds to scan all filter wheels in front of the
detector for each wavelength. The filters are ion-assisted deposition interference filters with full-
width-half-maximum of 2 nm for 340 nm, 4 nm for 380 nm, and 10 nm for all other channels.
The nominal uncertainty of Taer from AERONET is estimated to be about 0.01 in the Vis-NIR
and about 0.02 in the UV channels [Eck ef al., 1999]. Further information on AERONET
including calibration, retrieval and cloud-screening algorithm are described in Holben et al.
(1998), Smirnov et al. (2000), and Eck et al. (1999).

3 Laboratory and Field Calibrations

Accurate and consistent calibration is critical for operations of widely distributed network
instruments. The NASA Pandora network group established a sophisticated, automatic
calibration procedure that utilizes a variety of narrow-line and broadband emission lamps with
temperature control [e.g., Herman et al., 2015]. In this section, we describe additional calibration
efforts that are significant for aerosol retrievals.

3.1. Linearity and offset

Reliable radiometric calibrations of linearity, offset and gain provide a means to produce
quality T.er measurements. For example, spectroradiometer nonlinearity effects produce around
3% radiometric uncertainty at high counts; however, these effects are negligible at low counts
[Herman et al., 2015]. We characterized linearity in the laboratory using a stabilized 1000 W
FEL-lamp with various exposure times to find the saturation level where nonlinearity effects
were significant. During operation, the exposure time was limited so as not to exceed this
predetermined saturation level [Herman et al., 2015]. The dark current and offset (caused by
thermally excited electrons in the sensor that are incident within the conduction band that collect
in the CCD wells) were corrected by subtracting the equivalent opaque filter measurement from
the observations.

3.2. Filter transmittance

To characterize the spectral transmittances of the ND filters, we measured instrument
counts in the laboratory using a stabilized FEL-lamp and different combinations of ND filters.
Although the filter transmittances can change over time, especially when the instrument is
deployed in the field for a long period, such variations are mostly compensated by the periodic
Langley calibration. The ratios of transmittances between different ND filters (hereafter, relative
filter transmittance) require higher accuracy than their absolute transmittances to obtain the same
gains with different ND filters. On a cloud-free morning, the position of ND filter gradually
moves to more opaque filter as the air mass becomes smaller (solar intensity becomes larger). In
the field, the relative filter transmittances were calculated from the ratio between two
consecutive counts with different ND filter positions. Counts of prior filter positions were
weighted by temporal extrapolation to later filter positions. Relative ND filter transmittances
were only updated during Langley events (clear days). The recorded counts from different ND
filter positions were normalized to the most frequent ND filter position during the Langley
events using the obtained relative transmittances (ND3 filter in this study).
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3.3. Spectral registration

The wavelength of each detector was first registered in the laboratory using known
narrow emission lines from multiple lamps that cover most of spectral range at several
spectrometer temperatures (i.e., 12, 20, and 28 “C). For better stability of the wavelength
registration for the entire spectral range used for aerosol retrieval (330 — 800 nm in this study),
we performed a nonlinear least-squares method to fit the instrument spectrum to a known
reference spectrum after the methods of Casper and Chance, (1997) and Marquardt (1963). The
reference spectrum for the spectral registration is the theoretical values of spectral solar
irradiance at the bottom of the atmosphere (BOA), which is calculated based on the B-B-L law
using the TOA solar spectrum and atmospheric attenuation as follows:

Fs() = Fr(exp (— D miu)riu)> &

where Fg (1) and F; (1) are the BOA and TOA solar irradiance at wavelength 4, and m;(4) and
7; (1) are the relative air mass and optical thickness of the i attenuating species in the
atmosphere at 4, respectively. The relative air mass is a ratio of optical thicknesses between a
known slant path to the vertical path. Rayleigh scattering and gas absorptions are factored into
the calculation of the reference spectrum in Equation 1. We used the recent version of
Smithsonian Astrophysical Observatory reference spectrum for the F.(1) [Chance and Kurucz,
2010]. The sources of the gaseous cross-sections are listed in Table 1.

Table 1. Absorption cross-section database sources used for wavelength registration and spectral
fitting for Taer.

Species Wavelength registration Spectral fitting for Taer
0)} HITRAN? (Rothman et al., 2013) Langley optical thickness
03 Brion at al., 1993, 1998 Brion at al., 1993, 1998
O4 Greenblatt et al., 1990 Greenblatt et al., 1990
SO, Vandaele et al., 1994 Vandaele et al., 1994
HCHO HITRAN (Chance and Orphal, 2011) HITRAN (Chance and Orphal, 2011)
H>O HITRAN (Rothman et al., 2013) Langley optical thickness
NO, HITRAN (Rothman et al., 2013) HITRAN (Rothman et al., 2013)

*HIgh-resolution TRANsmission molecular absorption database

The nonlinear least-squares method for the spectral registration minimizes the following
cost function to force measured spectral features to converge with a known or theoretical solar
spectrum and/or gas absorption bands [Casper and Chance, 1997]:
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where y is the cost function, C; is the measured voltage counts at i detector, Ps are the
regression coefficients of polynomials, s is the scale factor, and fis a function that returns Fp
convolved with a slit function (@) at the wavelength modulated by shift and squeeze parameters
(4;) as in the following equation:

A=A +dA+ (A — ) + AD), (3)

where Ay is the wavelength information before modulation, 4., is the mean value of Af at a target
wavelength range, and dA and AA are the spectral shift and squeeze parameter, respectively. The
spectral registration was performed for narrower windows (~100 nm), rather than for the whole
wavelength range at a time, to improve numerical stability and to compensate for the higher-
order squeeze term. An example of the spectral registration results for the three wavelength
windows of the spectrometer are shown in Figure 2, where small shifts can be seen from the
uncalibrated spectrum (blue) to the calibrated spectrum (red). Note that offsets between the
theoretical solar spectrum and measurements are not relevant, since the measurements are
acquired before radiometric calibration. The offsets are compensated by the low-order-
polynomials in Equation 2, and typically have negligible effects on spectral registration.



— Convolved reference solar spectrum (Chance and Kurucz, 2010) (a)
— before spectral registration
— after spectral registration
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254  Figure 2. Wavelength registration results using a nonlinear least squares method at (a) 350 —
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257  and after spectral registration, respectively.

258
259  3.4. Out-of-field (OOF) stray light correction
260 For typical direct-Sun measurements using a narrow FOV collimator, spatial out-of-field

261 (OOF) stray light due to diffuse light (scattered light coming into the collimator from outside the
262 direct beam) can be neglected in the visible and near infrared wavelength range, since direct
263 solar radiance is much larger than diffuse radiance. However, due to the strong wavelength-
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dependence of the Rayleigh scattering, the diffuse light fraction becomes critical at shorter
wavelengths and larger solar zenith angles (SZA) [McKenzie and Johnston, 1995; Slusser et al.,
2000; Tiig and Baumann, 1994]. The most dominant source of OOF stray light at UV
wavelength is diffuse light, since the light path inside the instrument is well-sealed from the
collimator to the spectrometer. Several main trace gases absorption bands are in UV wavelengths
shorter than 360 nm as shown in Figure 1a (e.g., O3, SO2, HCHO). The same is true for
important chemical processes of reactive trace gases (e.g., ozone) that occur in the early morning
and late afternoon, when SZA are large [e.g., Crutzen, 1970; Jacob, 2000]. Therefore, it is
necessary to accurately measure radiances at large SZA and short wavelengths and to reduce
error caused by OOF stray light.

To understand diffuse light contributions to the measurements, we calculated diffuse and
direct intensity within the FOV (i.e., 2.2°) using the VLIDORT (linearized pseudo-spherical
vector discrete ordinate radiative transfer code; Spurr, 2006) with known (or retrieved) ozone
amounts. The fraction of direct and diffuse light in the FOV from calculations is relatively
accurate compared to its absolute value. The diffuse-light contribution was corrected by
multiplying by the diffuse light correction factor (DCF) as follows:

Idir
C =—¢C, 4
T gir + iy )

where C and C.,, are the measured voltage counts before and after the diffuse-contribution
correction, respectively. i / (Lair + laip) 1s the DCF, where lu;- and I are the theoretical direct
and diffuse FOV radiances from VLIDORT. An example of calculated DCF in the UV at SZA
between 80 — 85° with 300 Dobson units of O3 vertical column is shown in Figure 3. The diffuse
light contribution increases as SZA increases and wavelength decreases. For example, the diffuse
light incident in the FOV at 300 nm is about 4 times larger than the direct solar light at SZA of
80°, which is the upper limit requirement to minimize the diffuse light error for aerosol retrieval
in this study. Meanwhile at 330 nm, the DCF is larger than 0.97 at SZA of 80°, which implies
that the diffuse light contribution to measurements is less than 3%. We assumed that the
accuracy in the diffuse light correction factor at wavelengths longer than 330 nm and for SZA
smaller than 80° is acceptable, since the diffuse light fraction is relatively low (i.e., less than 3%
in this study). These retrieval limitations can be relaxed by calculating diffuse light more
precisely, when accurate information on surface, aerosols and Oz amounts is available. In
addition, the DCF calculation requires further trace gas information such as NO> or HCHO
concentration, since diffuse light contribution becomes significant at wavelength up to 390 nm
when SZA is 85°. Note that the calculated DCF has spectral high-frequency structures along the
strong gas absorption lines (Os in Figure 3). Therefore, the DCF is also important for accurate O3
and SO retrievals at large SZA.
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Figure 3. Spectral diffuse light correction factors of the UV-Vis-NIR spectroradiometer direct Sun
measurements at UV (300-400 nm) wavelength range calculated using VLIDORT with 300
Dobson unit of O3 and without aerosols and clouds.

3.5. Out-of-band (OOB) stray light correction

Stray light within the instrument, which is unintended light incident on the detector by
scattering, reflection, and refraction, is an inherent limitation of the grating system. Prior studies
have suggested various OOB stray light correction methods using monochromatic light sources
[e.g., Feinholz et al., 2012; Zong et al., 2006]. The stray light coming from OOB can cause
significantly large errors when the incoming light to a detector is relatively low, compared to the
light reaching OOB detectors [Zong et al., 2006]. UV measurements using UV-visible
spectrometers have suffered from OOB stray light for this reason, since visible photons in the
atmosphere are typically several orders of magnitude greater than UV photons. The UV CCD
detectors are typically several hundred detectors away from those at the peak of the visible light.
Therefore, characterizing a spectrometer’s slit scattering function (the relative spectral
responsivity of the instrument spectrometer optics and detector) for the whole detector range is
important to correct OOB stray light in the UV wavelengths. However, iterative deconvolution
methods using the slit scattering function may not converge to the correct solution, since the
practical characterization data have limited accuracy at OOB detectors with low level counts
(detectors far from the in-band detector) (e.g., Zong et al., 2006). The current Pandora data
processing algorithm first removes OOB stray light from wavelengths longer than 380 nm by
using U340 filter for ozone retrieval. Based on the assumption that the incident sunlight at the
sea level is nearly zero at wavelengths shorter than 290 nm, the remaining stray light is corrected
using the “dark pixel” method which subtracts the mean signal on the detector at these
wavelength positions [Herman et al., 2015; Tzortziou et al., 2012]. Following these two-step
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stray light corrections, empirical measure of uncorrected stray light remains that is as a function
of air mass [Herman et al., 2015].
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Figure 4. Voltage count ratio of diffuser filter to U340 filter as a function of solar zenith angle at
several ultraviolet wavelengths on 12 November 2017. The ratios were normalized to each value
at the smallest solar zenith angle (~57°).

As we use the diffuser filter for broad spectral range 7. retrievals, the measurements can
more suffer from OOB stray light in the UV wavelengths compared to the U340 filter
measurements. A more sophisticated stray light correction algorithm with full slit scattering
function measurements using a tunable laser should improve the measurement accuracy and will
be developed in a future study. In the present study, we empirically estimated OOB stray light
coming from far pixels (mainly from visible to UV) using a simple slit scattering function model.
Since the U340 filter rejects most of the visible wavelengths longer than 380 nm, U340
measurements are less affected by the OOB stray light compared to those of diffuser
measurements (see Figure 1b). At wavelength shorter than 380 nm, the difference between OOB
stray light of the two filter measurements depends on the amount of the light filtered by the U340
filter. On a clear day, we assume that incoming radiances of sequential U340 and diffuse
measurements are almost identical, since they typically have a time difference of one minute or
less. At these times, the ratio of consecutive U340 and diffuser filter measurements are expected
to equal the ratio of the transmittances of those filters without OOB stray light. However,
measured ratios between the two filters were found to be a strong function of SZA due to the
diurnal variations of OOB stray light for different filters (Figure 4). The ratios in Figure 4 were
normalized to each value at the smallest SZA (~57°). At large SZAs, UV photons direct from the
Sun are more effectively scattered compared to visible photons, which leads to a greater fraction
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of OOB stray light in UV measurements from the diffuser compared to the U340 filter. When
this tendency is predictable and consistent, the OOB stray light can be estimated with a best
guess slit scattering function model. The slit scattering function of the spectrometer was assumed
to be the inverse power of the pixel-distance from in-band detector in this study. The voltage
counts measured by the spectroradiometer can be expressed as follows:

00B
a;T;1;

— (Ad;)? )

CA) =a)TIA) +

where C(/) is the UV-Vis-NIR spectroradiometer voltage counts at wavelength A. The first term
on the right-hand-side of Equation 5 is the responsivity to the true signal; a, the gain of
spectroradiometer; 7, the transmittance of the optics from the collimator to the CCD; and 7, the
incoming radiance to collimator. The second term on the right-hand-side of Equation 5 is the
OOB stray light term, which is the summation of the stray light from OOB detectors. 4d;is the
detector distance of the i OOB detector from the in-band detector, and p is the empirically
determined inverse power of the slit scattering model. For wavelengths shorter than 290 nm,
most of the recorded counts can be regarded as stray light since actual radiance is much smaller
than measurement errors. Under this assumption, Equation 6, below, can be derived using
Equation 5 for the diffuser and U340 filter, where the subscripts D and U denote diffuser and
U340, respectively.

OOB OOB

a;Tp,;l; a;Ty,l;
W - = a5 > Gdo (6)

i i

The left-hand-side of Equation 6 is the difference in spectral measurements from the diffuser and
U340 mode at wavelengths shorter than 290 nm, which represents the measured OOB stray light
difference. The right-hand-side is the modeled OOB stray light difference. When the slit
scattering function model well represents the actual characteristics of the UV-Vis-NIR
spectroradiometer, the modeled OOB stray light is expected to agree closely with the measured
stray light in Equation 6. The p was obtained by iteratively and empirically using the relationship
between the two terms at various values (2.09 in this study). The comparison between modeled
and measured stray light with the final p is shown in Figure 5. The modeled OOB stray light
agrees well with the measured stray light (correlation coefficient = 0.98). The nonlinearity and
small offset in Figure 5 may be caused by uncertainties in the inverse power model. Lower
agreements might also exist in other units with larger wavelength dependency for the same
reason. In those cases, alternative, improved slit scattering function models should be developed.
For the current unit, the OOB stray light was corrected by subtracting the modeled OOB stray
light from the original measurements. The effects of empirical stray light correction are
discussed Section 4. Note that the empirical stray light correction algorithm mainly aims to
estimate OOB stray light in the UV wavelengths coming from visible light (far from in-band).
We utilized measured near in-band slit scattering function to convolute gas absorption cross
sections for spectral fitting.
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Figure 5. Comparison of modeled (x-axis) and measured (y-axis) out-of-band stray light
differences between diffuser and U340 filter measurements at wavelengths shorter than 290 nm.
The colors of the plots represents wavelengths.

3.6. Spectral Langley calibration

The Langley calibration method is based on the B-B-L law and provides inferred
measurements of irradiance at TOA and atmospheric attenuation at the measured wavelength
[Langley, 1881]. Major error sources of the Langley calibration include uncertainties in the
calculation of the optical air mass, atmospheric variability, instrument radiometric performance
(linearity, offset correction, and stray light), and atmospheric inhomogeneity [e.g., Shaw, 1982,
1983; Slusser et al., 2000; Thomason et al., 1983]. Due to the vertical inhomogeneity of the
scatterers, different air masses can lead to nonlinear biases in the Langley plot [Thomason et al.,
1983]. Equation 1 can be reformulated for the Langley calibration to separate species with
different relative air masses and to reduce such errors (Equation 7) [ Cheymol and Backer, 2003;
Kirchhoff et al., 2001; Thomason et al., 1983]. The equation is given by:
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IHC(A) + mRay(A)TRay(A) + Z mL(A)TL(A) = lnCO(A) - maer(l)raer(l): (7)

where C is the measured counts, and mpgg,, and T, are the relative air mass and optical

thickness of the Rayleigh scattering, respectively. m; and t; are the relative air mass and optical
thickness of the ith atmospheric gas. C; is the virtual count measured at TOA, which can be
obtained from the Langley calibration, and m,,, and 7., are the relative air mass and optical
thickness of the aerosol. The Tr4 Was calculated from the surface pressure, and absorption
optical thicknesses of the gases (Tgas) can be obtained from their vertical column density
retrievals. The relative air mass can be expressed as the following equation, which can be
obtained from the Snell’s law of refraction for spherical geometry [e.g., Thomason et al., 1983]:

m = sec {sin‘1 [(r +rheff) sin(SZA*)]}, (8)

where r is the distance from the center of the Earth to the measurement location (~6356.8 km),
SZA* is the apparent solar zenith angle (i.e., the true SZA corrected for refraction), and /err is the
assumed effective height of a species. The /efr of the aerosols, ozone absorption and Rayleigh
scattering were assumed to be 2.0, 20.4 and 6.2 km, respectively. Ozone is a major error source
for relative air mass calculation, since it is mostly distributed in the stratosphere and is optically
thick in its absorption bands. However, since spectroradiometric measurements provide accurate
optical thickness of ozone from the gas retrieval algorithm [Herman et al., 2015], it can be
corrected by including ozone in the left-hand-side of Equation 7.

Prior studies using the Langley method mostly used monochromatic light or several
discrete channels as input [e.g., Cheymol and Backer, 2003; Kirchhoff et al., 2001]. In this study,
we performed a Langley calibration at continuous wavelengths from 310 to 800 nm interpolated
to a 0.5 nm resolution grid, which covers all major trace gas absorption structures within that
range. We used a relatively small relative air mass range (less than 4.0) to ensure the presence of
sufficient UV photons so that OOB stray light can be reduced. Examples of Langley plots at
several wavelength ranges on 12 November 2016 are shown in Figure 6. Whole spectrum TOA
counts, optical thicknesses, correlation coefficients, and calibration constants (solar irradiance
divided by TOA counts) from the Langley calibration are shown in Figure 7. Despite our
laboratory and field calibration efforts, measurements within the short UV region still suffer
from relatively large measurement errors (i.e. correlation coefficients of the Langley plots far
from -1.0). Positive slope appears in Langley plot at 310 and 320 nm at large relative air masses
due to uncorrected measurement errors, mostly from stray light, as shown in Figures 6 a and b.
This leads to a rapid decrease in optical thickness and increase in correlation coefficient at
wavelengths shorter than 325 nm (Figures 7b and 7c). Langley plots at longer wavelengths
showed more stable results. The spectral optical thicknesses showed the expected combination of
spectrally smooth components and gas absorption structures above about 325 nm as shown in
Figure 7b. Note that without ozone air mass correction (by Equation 7), strong features of the
ozone Huggins (310 - 350 nm) and Chappuis band (500 — 680 nm) appeared in spectral optical
thickness. This phenomenon has been previously described in prior studies [e.g., King and
Byrne, 1976]. However, these features are removed by correcting ozone air mass as shown in
Figure 7b. The spectral correlation coefficients were also close to -1 at wavelengths longer than




455
456
457
458
459
460
461
462
463
464
465
466
467

325 nm as shown in Figure 7c. As the aerosol property retrievals require reliable radiometric
calibration, we used the wavelength range from 330 to 800 nm in this study.

The spectral calibration constants are expected to be smooth as a function of wavelength
since most bad detectors are filtered out during the calibration procedure. However, structures
along strong gas absorption bands (e.g., oxygen and water vapor) still appear in the spectral
calibration constants, which might be caused by the temporal variabilities of atmospheric
turbidity during the Langley calibration (black line in Figure 7d). These gas absorption features
were separated and then subtracted from the original values using a least-squares method. The
spectral Langley calibration constants before and after gas absorption correction are shown in
Figure 7d. This partly compensates for the uncertainties in the Langley calibration constants due
to atmospheric variability.
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Figure 6. Examples of Langley plots using the UV-Vis-NIR direct-sun measurements on 12
November 2016 at (a) 310 nm, (b) 320 nm, (c¢) 330 nm, (d) 400 nm, (¢) 600 nm, and (f) 800 nm.
Positive slope appears in the Langley plots at wavelengths shorter than 320 nm due to uncorrected
measurement errors, mostly from stray light. Langley plots at longer wavelengths showed more
stable results.
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Figure 7. (a) Inferred TOA voltage count, (b) spectral optical thickness, and (c) correlation
coefficients from the Langley calibration on 12 November 2016. Panel (d) shows spectral Langley
calibration coefficients (TOA solar irradiance divided by TOA voltage count in units of [ mW m-
2 nm! counts™']) before (black) and after (red) the gas absorption correction.

4 Retrieval of Spectral Aerosol Optical Thickness

The Tray was calculated from surface pressure data and then subtracted from total optical
thickness (Twt) obtained from C* and C¢*. When cloud measurements are successfully screened
out, the remaining optical thickness can be regarded as the sum of Tgas and Taer. Unlike
monochromatic or discrete spectral measurements, the UV-Vis-NIR spectroradiometer provides
continuous spectral optical thicknesses, which can be more easily separated into spectral high
and low frequency components. The spectral high frequency components are mostly associated
with the absorption by gases, whereas low frequency components include information on other
atmospheric species, including aerosols and clouds. The T was separated into gas absorption
optical thicknesses and combination of low order polynomials using spectral fitting based on a
least-squares method that minimizes the following cost function:

X = f IT(A)— iPiAi+ZK,-@(ﬂ) d ©)
i=0 J

where 7 is the total optical thickness minus Tray, and P and K are the regression coefficients of
low-order polynomials and trace gas absorption, respectively. o is the absorption cross-section of
atmospheric gases convolved by the spectrometer slit function. An insufficient number of
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polynomials can dilute the spectral features of Taer, Whereas too many can over fit the gas
absorption components. During the 3-month study period, the number of polynomials was not
significantly sensitive to spectral T.cr retrievals when the utilized polynomials are between about
5 — 15. The number of polynomials representing the low frequency component was determined
empirically at the middle of those numbers of polynomials (10 in this study) to secure as much
information of spectral features of 7..r as possible and to reduce contamination by trace gas
absorption features.

Discrepancies in spectral gas absorption between actual optical thickness measurements
(i.e., Twor) and known (or theoretical) databases can produce fitting residuals. This is typically
caused by the uncertainties in the characterized slit function of the instruments or the absorption
cross-sections of the gases. Such differences were found mostly for Oz and H>O since they have
sharp and strong absorption bands. The fitting error can then propagate into the errors in the
spectral Taer retrieval. In order to reduce such uncertainties, we used the spectral absorption shape
of H2O and O in the Langley plot in Figure 7b. The spectral absorption shape of H,O and O
from Hlgh-resolution TRANsmission molecular absorption database (HITRAN; Rothman et al.,
2013) and Langley optical thicknesses are compared in Figure 8. Note that the absolute values in
Figure 8 are not relevant, since only the shape of spectral gas absorption is used for spectral
fitting. Even though their general spectral absorption shapes are similar, there are differences in
their specific structures, particularly in the O;-A (around 765 nm) and O>-B (around 685 nm)
absorption bands. Those differences can cause non-negligible uncertainties of spectral Tacr
retrievals. Spectral fitting results using HITRAN and Langley calibration gas absorption shape
are compared in Figures 9a and b, respectively. Large fitting residuals near O2 and H>O
absorption bands in Figure 9a are considerably reduced in Figure 9b (typically factor of 2~3 for
whole spectral range), leading to different 7. retrievals (red lines). Therefore, characterizations
of more accurate atmospheric gas absorption cross-sections and slit function of instruments are
important for both the trace gases and aerosol retrievals by separating each contribution to the

Ttot.
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Figure 8. Spectral absorption shape of O, and H>O from (a) HITRAN and (b) spectral optical
thickness of Langley calibration result. Note that the plots are normalized to a similar scale to
compare their spectral shapes.



531
532

533
534
535
536

537
538
539
540
541
542
543
544
545
546
547

C (a) ]
08— — Measured 1, — Tg,, ]
w — Low-Order polynomial -
8 06— — Low-Order Polynomial + gas absorption cross section ]
X (— —
[S]
= M -
[ = -
§ 0.4_'\ \ —
0.2 N
00_ i 1 i i i i 1 | i i 1 i i i i 1 i i i 1 ! i i 1 i i i i 1 i i K i 1 i i i i 1 i i i i N
) B
2 L ’
2 06— _
X — —
- ]
= e 4
0.2 M
00_ 1 1 1 1 1 1 1 1 1 i
350 400 450 500 550 600 650 700 750 800

Wavelength [ nm ]

Figure 9. Comparison of least squares fitting results for optical thickness from UV-Vis-NIR
spectroradiometer using different sources of absorption cross-section. Results in panels (a) and (b)
used absorption cross-section of O2 and H>O from HITRAN and optical thickness of Langley
calibration, respectively. Aerosol optical thickness of AERONET is also shown for comparison as
green squares.

Examples of the separation of the Tgs and Taer using a linear least-squares method for low
(12 November 2016) and moderate aerosol loading (20 October 2016) cases are shown in Figure
10a and 10b, respectively. The results across all retrieved spectral Ta.r show generally in good
agreement with those from AERONET for both cases. The spectral features of aer are
traditionally analyzed using the Angstrdm Exponent (AE) at discrete channels, which is related
to the size of the particles. The continuous spectrum of Taer from UV-Vis-NIR spectroradiometer
is expected to provide more informative constraints for additional aerosol property retrievals
using diffuse sky measurements. It also enables application of higher-order derivatives and
spectrally high-resolution inversion methods to the measurements [e.g., Hansell et al., 2014].
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Figure 10. Least squares fitting results of retrieved optical thickness for (a) a clear case (12
November 2016) and (b) a moderate aerosol loading case (20 October 2016). Aerosol optical
thickness of AERONET is also shown for comparison as green squares.

Figure 11 compares the diurnal variations of Taer at 500 nm retrieved in this study and
those from AERONET on (a) a clear day (12 November 2016) and (b) a partly cloudy day (23
October 2016). AE between 440 and 675 nm is also plotted to compare temporal variations with
those of Taer and cloud optical thickness (Tcid). As shown in Figure 11b, abrupt increases in
optical thickness and decreases in AE were found when the measurements were contaminated by
clouds, due to their relatively large optical thickness and size. Since clouds typically have larger
spatial variability compared to aerosols, temporal variations in 7ciq and AE are also much larger
than those of aerosols as the clouds pass over the FOV. The aerosol retrieval condition
parameters and their criteria were determined empirically based on the characteristics as listed in
Table 2. The sum of T.er and tciq (before cloud screening) is plotted in the black line, whereas the
cloud-screened Taer is shown in the red line. After the clouds are successfully filtered out, Taer
shows good agreement with the AERONET product as shown in Figure 11b. This also
demonstrates the possibility of retrieving 7cia and other optical properties of thin clouds. Since
the cloud effects on trace gas retrievals are also important, they will be investigated in a future
study.
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Table 2. Aerosol retrieval condition screening parameters and their criteria.

Screening parameter criterion
AE (440-675 nm) >0
0+ | Otime® <0.005
OAE® / Otime <0.07
Solar zenith angle < 80°

aStandard deviation of the 5-consecutive optical thickness measurements at 500 nm.
bStandard deviation of the 5-consecutive measurement time in minutes.
°Standard deviation of the 5-consecutive Angstrém Exponent between 440-675 nm.
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Figure 11. Temporal variations of aerosol and cloud optical thickness at 500 nm and AE on (a) a
clear day (12 November 2016) and (b) a partly cloudy day (23 October 2016). Early morning and

late afternoon data were screened out by retrieval criteria of solar zenith angle (80°).

Retrieved spectral Taer overlapping those from AERONET channels during the period
from 20 October 2016 to 19 January 2017 are compared in Figure 12. Note that the numbers of
data points in each panel differ since AERONET provides a different number of retrievals for

each channel after data-quality-assurance-processing. The color of the scatter plot points
represents the temperature of the spectrometer, which affects the radiometric calibration
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constants of the whole spectroradiometer system. Spectral Taer from the UV-Vis-NIR
spectroradiometer and AERONET showed good agreements at all wavelengths (correlation
coefficients greater than 0.98). The root-mean-squared-error (RMSE) values were within known
uncertainty level of AERONET at all wavelengths (i.e., 0.02 at UV and 0.01 at visible channels)
[Eck et al., 1999]. The low slopes (0.93-0.99) are due to UV-Vis-NIR spectroradiometer’s
relative underestimation of radiance at high optical depths and relative overestimation at low
optical depths, which might be a function of the spectrometer temperature. However, it also
could be caused by other factors that are correlated with the spectroradiometer temperature
variation or uncertainties in AERONET measurements. Therefore, no further corrections for
temperature sensitivity of the radiometric calibration constants were applied in this study.
Further temperature-dependent radiometric calibrations in a well-controlled laboratory
experiment are necessary to identify actual temperature effects and thereby improve the Taer
retrievals.
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OOB stray light at shorter wavelengths was also observed by early AERONET
measurements under high-turbidity conditions [Smirnov et al., 2000]. However, AERONET
successfully screened out the contaminated scenes by rejecting low measurement signals (i.e.,
less than 50 voltage counts). Furthermore, utilizing ion-assisted deposition filters significantly
improved OOB stray light blocking for the shortwave measurements [Smirnov et al., 2000].
Therefore, OOB stray light effects of the AERONET data should be relatively small compared to
the uncorrected data of the UV-Vis-NIR spectroradiometer. The effects of the empirical stray
light correction algorithm developed in this study are displayed in Figure 13, which shows biases
of retrieved Taer at 380 and 380 nm between UV-Vis-NIR spectroradiometer and AERONET
before and after stray light correction. Since the contribution of stray light is critical in the
shorter UV, we observe meaningful improvements with stray light correction at 340 nm, whereas
we obtain relatively smaller effects at 380 nm. Effects of empirical OOB stray correction were
even smaller or negligible at longer wavelengths.
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Figure 13. The difference of retrieved aerosol optical thickness (Az, UV-Vis-NIR
spectroradiometer — AERONET) as a function of AERONET measurements at (a) 340 and (b) 380
nm. Blue squares and red circles represents before and after out-of-band stray light correction,
respectively. The empirical stray correction algorithm has a significant impact on retrievals at
shorter wavelengths (340 nm).
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5 Summary and Conclusions

A spectral (330 — 800 nm) retrieval algorithm of 7..r based on the Langley calibration
method for direct-Sun UV-Vis-NIR spectroradiometer measurements was developed. OOF stray
light, due to diffuse light contribution to the incoming radiances in the FOV was corrected using
theoretical VLIDORT radiative transfer calculations. An empirical stray light correction method
was developed using the difference in OOB stray light from U340 and diffuser measurements.
Wavelengths of each detector were registered using a nonlinear least-squares method with first
guess values from lamp calibration. Spectral Langley plots showed good correlation for
wavelengths longer than 330 nm, however, they suffered from relatively larger measurement
errors and weak signals at wavelength shorter than 320 nm. Uncertainties in the Langley
calibration due to atmospheric variability were partly corrected by removing the gas absorption
components in the spectral calibration constants. Tray was estimated using the surface pressure,
and then subtracted from 7. The remaining optical thickness was separated into a gas
absorption component and low-order polynomials using a least-squares method. To reduce the
fitting residuals, spectral gas absorption shapes from the Langley calibration results were used
for H>O and O,. Cloud-contaminated measurements were filtered out whenever low AE values
or large temporal variations in optical thickness were observed.

The retrieved ta.r showed good agreement with the benchmark AERONET product at all
overlapping wavelengths during the measurement period (r > 0.98). Slightly lower slopes (0.93-
1.0) relative to AERONET might be caused by the temperature sensitivity of the spectrometer,
which can be improved by more sophisticated, temperature-dependent radiometric calibrations or
a better temperature controller. Empirical stray light correction considerably improved Tacr
retrievals of UV-Vis-NIR spectroradiometer radiances at short wavelengths, which is critical for
several trace gas retrievals. A more realistic OOB stray light model can improve the performance
of the correction algorithm. The UV-Vis-NIR spectroradiometer system has the benefit of
measuring Taer at continuous wavelengths simultaneously, which has been shown to provide
useful information on aerosols and reliable spectral dependence. Moreover, a strategic network
of these well-calibrated ground-based spectroradiometers would comprehensively complement
and aid in validation of spatial and temporal aerosol and trace gas measurements from
spaceborne geostationary platforms. Future studies will expand on using spectral Tar values in
conjunction with diffuse and/or polarization measurements for developing retrievals of additional
aerosol properties, including aerosol bulk vertical distribution, absorption, and size. These
aerosol properties are also important for trace gas profile retrieval algorithms.
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